Extracorporeal shock wave lithotripsy in a patient with complete atrioventricular heart block.
Extracorporeal shock wave lithotripsy using a spark gap generator is contraindicated in patients with complete atrioventricular heart block. A case of a patient with such a heart block, who successfully underwent renal lithotripsy, without cardiac pacemaker, is reported.